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Abstract 

This paper describes the design and construction of a Cherenkov detector con- 
ceived with regard to high energy Compton polarimeters for the International Linear 
Collider, where beam diagnostic systems of unprecedented precision must comple- 
ment the interaction region detectors to pursue an ambitious physics programme. 
Besides the design of a prototype Cherenkov detector, detailed simulation studies 
are presented. Results of a first testbeam campaign with the main objective of 
validating the simulation in terms of the light distribution inside the channels and 
the channel response are presented. Furthermore, a new method for aligning the 
detector without the need of dedicated data taking has been developped. 
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22 1 Introduction 



23 The measurement and control of beam parameters to permille level precision will play an 

24 important role in the physics programme [HE] of the International Linear Collider (ILC). 

25 For electroweak processes, the absolute normalisation of expected event rates depends on 

26 both, luminosity and polarisation. The luminosity will be measured to a precision of 10~ 3 

27 to 10~ 4 , while for the luminosity weighted polarisation average an accuracy of 10" 3 seems 

28 achievable [3]. 

29 While for beam energy and luminosity measurements the ILC's precision goals have al- 

30 ready been achieved at previous colliders, polarimetry has to be improved by at least a 

31 factor of two compared to the most precise previous measurement of the SLD polarime- 

32 ter 0]. 

33 The polarisation determination at the ILC will combine the measurements of two de- 

34 dicated Compton polarimeters, located upstream and downstream of the e + e~ interaction 

35 point, with measurements from the e + e~ interactions themselves. While the e + e~ data will 

36 finally yield the absolute polarisation scale, the polarimeters provide fast measurements 

37 which allow to track variations over time and to detect possible correlations with the 

38 luminosity or the polarisation of the other beam. Therefore, each polarimeter has to 

39 reach a systematic accuracy of at least SV/V = 0.25%3 Two polarimeters per beam are 

40 required in order to measure the polarisation of the beams in collisions. Both polarimeters 

41 have been designed for operation at beam energies between 45 GeV and 500 GeV. A 

42 detailed description of the polarimeters can be found in 

43 Both polarimeters make use of the polarisation dependence of Compton scattering to 

44 ensure a non-destructive measurement of the longitudinal beam polarisation. Circularly 

45 polarised laser light is shot under a small angle onto the individual bunches causing 

46 typically in the order of 10 3 electrons^] per bunch to undergo Compton scattering. The 

47 energy spectrum of these scattered particles depends on the product of laser and beam 

48 polarisations, so that the differential rate asymmetry with respect to the laser helicity is 

49 directly proportional to the beam polarisation. Since the scattering angle in the laboratory 

50 frame is less than 10 \xrad, a magnetic chicane is used to transform the energy spectrum 

51 into a spatial distribution which is then measured by Cherenkov detectors. 

52 A Cherenkov detector was chosen for several reasons: 



53 (i) In combination with the magnetic chicane, it allows to measure the energy spectrum 

54 of many electrons arriving simultaneously. With about 10 3 Compton interactions 

55 per electron bunch, a statistical precision of 5V = 1% is achieved for each of the 

56 about 3000 bunch positions in a train after only 20 trains (= 4 seconds). For the 

57 average polarisation of all bunch positions, this corresponds to a statistical error 

58 below 0.1% after 1 second [5]. 

59 (ii) For relativistic electrons (f3 = v/c ~ 1), Cherenkov radiation is independent of the 
eo electron energy. Thus, the number of Cherenkov photons will be directly propor- 
ei tional to the number of electrons per detector channel. 

^or typical ILC beam polarisation values of V e - > 80% and V e + > 30% or even > 60% 
2 or positrons in case of the positron beam of the ILC which is equipped analogously. 
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62 (iii) Typical Cherenkov media like gases or quartz are sufficiently radiation hard to 

63 withstand the flux of 10 7 electrons passing through the detector per second. 

64 Developing a Cherenkov detector suitable for achieving the target precision of 8V/V = 

65 0.25% demands improvements in various areas of the experimental setup. On the detector 
ee side, especially the linearity of the detector response, its homogeneity with respect to the 

67 entrance point of the Compton electrons as well as the detector's alignment to the beam 

68 axis are important to control. In order to test these and further aspects, a prototype 
eg detector has been designed, simulated and constructed as described in the chapters [2] 

70 and [3j The prototype has been operated in a testbeam campaign at the ELSA stretcher 

71 ring in Bonn, with the main objective of validating the simulation in terms of the channel 

72 acceptance and light distribution inside the channels employing multi-anode photomulti- 

73 pliers. The results of these studies are presented in chapter 21 including a new method 

74 for aligning the detector directly from polarimetry data without the need of expensive 

75 dedicated alignment data taking. 



76 2 Detector Design and Simulation 

77 A conceptual design for the Cherenkov detector envisioned for the ILC polarimeters is 

78 shown in Figure Ufa). It will consist of staggered 'U-shaped' aluminium channels lining the 

79 tapered exit window of the beam pipe, similar to the design proposed in [B] . The channels 
so are filled with a Cherenkov gas so that relativistic electrons traversing their base emit 
si Cherenkov radiation which is reflected upwards in the hind U-leg to the photodetectors. 

82 A single channel is sketched in Figure GJb). 

83 The wavelength spectrum of Cherenkov radiation is given by: 



mean number of photons, 
wavelength, 

fine structure constant, , , 

radiator's refractive index, 
velocity {p = £), 
radiator length 

84 While the velocity ((3) can be regarded as constant for electron energies relevant at 

85 the ILC, the refractive index depends on the wavelength, as well as on the tempera- 
se ture and the gas pressure. At small wavelengths, the refractive index typically rises like 
87 (n— 1) = A/[Xq 2 — A~ 2 ]. This behaviour has been measured for C4F 10 for the Ring Imaging 
sa Cherenkov Detector of the DELPHI experiment at LEP [7]. Furthermore, n — 1 is propor- 

89 tional to the number density of molecules for n ~ 1 [S] and thus increases proportionally 

90 with the inverse temperature and the pressure. 

91 To simplify further references, a right-handed coordinate system, as shown in Figure [TJ 

92 will be used throughout the rest of this publication. Assuming the electron beam travels 

93 in positive ^-direction, the y-axis points upwards, and the x-axis to the left when looking 

94 in the direction of the electron beam. 
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95 2.1 Requirements and conceptual design 

96 The design of the Cherenkov detectors for the ILC polarimeters is driven by the require- 

97 ments listed in the following. In most cases, the exact values will depend on the final 

98 design of the accelerator, of the magnetic chicane and of the laser system, which is still 

99 subject to change. Therefore only indicative numbers are given here. 

100 Dynamic Range 



101 The detector has to be able to cover a dynamic range from 0(1) to several hundreds 

102 of Compton electrons per channel and bunch crossing. This applies especially to the 

103 channels near the Compton edge, where the asymmetry with respect to the laser 

104 helicity is largest [5]. 

105 Homogeneous detector response 

loe At the SLD polarimeter, variations of the detector response with respect to the 

107 electrons' entry positions lead to a correction on the analyzing power in the order 

los of 1% ± 0.5% [9]. Although part of this effect was due to a preradiator, which is not 

109 forseen to be employed at the ILC, the SLD example shows that the homogeneity of 

no the detector response needs to be considered and should not contribute more that 

in a permille to the total uncertainty budget. 

ii2 Alignment 

in The Compton edge position has to be controlled to 0(100 /jm) in order to keep 

H4 the impact on the analyzing power below 0.1%. Tilts of the detector typically 

H5 result in changes of the analyzing power in the order of 0.05%/mrad, depending 

lie on the considered channel and rotation axis. These numbers are similar to those 

H7 observed at the SLD polarimeter [9]. At SLD the alignment was monitored regularly 

us in a dedicated operation mode by moving the detector with respect to the beam 

n9 and interpolated in between these calibration runs. While this approach could be 

120 followed at the ILC, it costs expensive accelerator operation time for which no 

121 polarisation measurement can be provided. Therefore the development and test 

122 of alignment methods which can be performed during polarimetry data taking are 

123 amoung the goals of the prototype presented here. 

124 Robustness with respect to backgrounds 

125 A gas with a Cherenkov threshold in the MeV-regime should be used to avoid the 

126 emission of Cherenkov light from low energetic electrons and muons, e.g. from the 

127 beam halo, from beam-gas interactions, or electrons pair-produced from synchrotron 

128 radiation. A layout allowing the photodetectors and electronics to be placed well 

129 outside the beam-plane is mandatory. 

130 Detector Linearity & Calibration system 

131 The linearity of the detector response has to be controlled to a level of about 0.75% 

132 in order to limit the effect on the analyzing power to 0.1%. Therefore, a dedicated 

133 calibration system is forseen to monitor the detector response, especially its linearity, 

134 in-situ. This could be realised by equipping the channels with light emitting diodes 

135 (LEDs) which should also be placed outside the beam-plane. Such a system could 
we collect data during breaks in the accelerator operation, or even in-between two ILC 
137 bunch trains. 
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138 The chosen channel geometry is illustrated in Figure [TJ The (Compton scattered) elec- 

139 trons traverse the horizontal U-base, while the upward pointing legs serve to place the 
wo photodetectors and the calibration system outside of the beam-plane. With increasing 
mi length of the U-base more Cherekov light is produced, but on the other hand the align- 

142 ment requirements become more stringent and additional reflections will decrease the light 

143 yield. Simulations suggest that a length of 15 cm is a reasonable choice. 

144 In contrast to the ILC-like design of 20 staggered channels (c.f. Figure (Ha)), the prototype 

145 detector consists of two parallel, non-staggered channels. Apart from this difference, the 
we prototype detector allows to test all relevant aspects of the full detector. Especially it 

147 will serve in the future as a test bed for the calibration system which is currently under 

148 development as well as for the final choice of photodetectors. 

149 2.2 Optical simulation 

150 A detailed simulation of the prototype detector based on Geant4 [10] has been created 

151 in order to support the design process and the interpretation of the testbeam data. 

152 For electrons and positrons Cherenkov radiation, multiple scattering, ionisation, brems- 

153 strahlung and annihilation are simulated. Apart from annihilation, the same processes are 

154 taken into account for muons, which are relevant when studying the impact of accelerator 

155 background. For the Cherenkov photons optical processes have to be considered since 

156 their wavelengths are much larger than a typical atomic spacing. In particular, absorption 

157 in the photodetector entrance window, boundary effects (like reflection and absorption) 

158 at the channel walls, as well as Rayleigh elastic scattering have been included in the 

159 simulation [TT] . 

wo As Cherenkov gas, perfluorobutane (C 4 F 10 ) has been chosen due to its high threshold of 

161 10 MeV, which makes the detector robust against background from low energetic charged 

162 particles. The wavelength dependence of the refractive index is implemented in the simu- 

163 lation according to [7] . Since the polarisation measurement is based on rate asymmetries, 

164 it will be insensitive to the exact value of n. Also variations of n with time which are 

165 slow with respect to the laser helicity flipping rate (like thermal variations) will can- 

166 eel out within the asymmetry. Therefore such effects are currently not simulated and 

167 the temperature and gas pressure inside the detector box are set to T = 20 °C and 
lea p = 1 atm = 1.01325 bar, respectively. 

169 Pure C4F 10 is fully transparent even in the far UV range. In the presence of impuri- 

170 ties, especially water or oxygen, the transparency can drop significantly for wavelengths 

171 smaller than 200 nm [12], where two of the four employed photodetectors are sensitive, 

172 c.f. Section 13.11 Since the precise knowledge of the absolute photon yield is not crucial 

173 for the rate asymmetry measurement, gas impurities have not been implemented in the 

174 simulation. 

175 Two different types of aluminium have been implemented in the simulation according 

176 to the reflectivity studies summarised in Section 12.51 Three of the four walls of each 

177 channel are made of diamond-milled aluminium, while the inter-channel wall consists 
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178 of two 150 (J.m sheets of rolled aluminium. The wavelength dependency is interpolated 

179 linearly between the values listed in Table [TJ While for the diamond-milled walls the 
wo absolute normalisation is fixed to the values in Table [TJ the reflectivity of the rolled sheets 

181 can be adjusted via the ratio of the two materials' reflectivities r := i?roii/-^diam ; which is 

182 a parameter of the simulation. 

183 Figure |2] shows the channel structure with a single electron (red line) passing from left 

184 to right through the U-base of the right-hand side channel. It emits Cherenkov light 

185 (green), which is reflected upwards at the end of the U-base towards the photodetector. 

186 Cherenkov light produced outside the channel structure in the ambient gas cannot reach 

187 the photodetectors. The optical simulation ends at the photocathode and all Cherenkov 

188 spectra are stored for further processing and digitisation. 

189 Unless specified otherwise, the simulations shown in the following sections where per- 

190 formed in view of the testbeam situation at ELSA with a two-dimensional Gaussian with 

191 standard deviations a x = a y = 0.5mm as beam profile and zero divergence over the length 

192 of the detector prototype. Per beam position, 10 6 electrons with an energy of 2 GeV have 

193 been simulated. 

194 2.3 Cherenkov spectra and light distributions 

195 The number of emitted Cherenkov photons follows a Poisson distribution with the mean 

196 value TV 7 given by the integral of Formula [T] over the relevant wavelength range. The 

197 number of photons reaching the photocathode is expected to follow a Poisson distribution 

198 as well, as long as other contributions, for instance from electrons showering in the channel 

199 walls or multiple-scattering in the entrance window, are small. 

200 To study the influence of the detector geometry and the reduced reflectivity of the inter- 

201 channel wall on the expected light distribution, the simulation has been run twice with 

202 different reflectivities for the inter-channel wall and the beam centered on one of the two 

203 channels. 

204 Figure [3] shows the number of Cherenkov photons reaching the photocathode for both 

205 cases: In Figure [3](a), all channel walls have been simulated with the reflectivity of 

206 diamond-milled aluminium, resulting in on average iV 7 = 68 photons per 2 GeV elec- 

207 tron. When the reflectivity of the inter-channel wall is reduced to r = 50%, about 16% 

208 less photons reach the photocathode, so that the average decreases to TV 7 = 57 photons 

209 as shown in Figure [3Jb). 

210 In both cases, the distributions of the number of photons reaching the photocathode is not 
2n exactly Poissonian, but exhibit a small Gaussian broadening due to multiple scattering 

212 in the entrance window. For illustration, both a pure Poissonian (labeled P) as well as a 

213 Poisson convoluted with a Gaussian (labeled P®G) have been fitted to the distributions. 

214 The respective \ 2 P er degree of freedom values clearly prefer the convoluted fit over the 

215 pure Poissonian. But with 0"Gauss ~ 2 photons, the broadening is small compared to the 

216 mean number of photons for both reflectivity scenarios and is expected to be negligible 

217 for the much higher electron energies relevant in the polarisation measurement. 
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218 Figure H] shows the wavelength spectrum of these photons obtained from the simulation 

219 with the reduced reflectivity for the inter-channel wall. Figure Ufa) illustrates the dis- 

220 tribution at the photocathode, showing the expected 1/A 2 wavelength dependence for 

221 Cherenkov radiation. It is cut off below Ai ow = 160 nm and above Ahi g h = 900 nm in 

222 the simulation since the photodetectors are not sensitive outside this wavelength range. 

223 Figure [4(b) shows the wavelength spectrum after convolution with the quantum efficiency 

224 of the 2x2 multi-anode photodetector (Hamamatsu R7600U-03-M4). This quantum ef- 

225 ficiency is shown in the insert in Figure IU(a) [13]. On average, 6.5 photons are detected 

226 corresponding to the integral of the histogram in Figure IU(b). 

227 Figure [5] shows the resulting spatial light distributions on the photocathode, again for two 

228 different assumptions on the reflectivity of the inter-channel wall. The result obtained 

229 with equal reflectivities for all inner surfaces is illustrated in Figure 0(a). In this case, the 

230 observed non-uniformities are due to the influence of the detector geometry. For reference 

231 a white dot indicates the position of the channel centre. The distribution exhibits an 

232 X-like structure of increased photon yield which is symmetrical about the x- and z-axes. 

233 A reduced light yield is visible in two narrow bands at z — ±1 mm as residuals from 

234 the 90° reflection at the end of the Cherenkov section. Lowering the reflectivity of the 

235 inter-channel wall (located at x — —4.25 mm) changes the symmetry of the light pattern 

236 as shown in Figure 0(b). Near the inter-channel wall, the light yield is reduced, but the 

237 X-like structure remains. 

238 These features can be understood with the sketches in Figure El which illustrate two cases 

239 of photocathode illumination for an electron traversing the channel along its central axis 

240 and assuming the Cherenkov angle of the chosen gas (0ch = 3°). Photons emitted in the 

241 horizontal (or vertical) plane illuminate the entire width of the channel at the photocath- 

242 ode as shown in Figure [6(a). Due to the larger effective channel cross section, photons 

243 emitted towards the corners illuminate only half the channel width at the photocathode 

244 as illustrated in Figure 0(b). This leads to a higher photon yield near the diagonals of 

245 the channel cross section which also explains the X-like structure observed in Figure 

246 In addition, Figure 0(b) explaines the fact that the lower reflectivity of the inter-channel 

247 wall leads to a depletion on the same side of the channel. 

248 2.4 Yield asymmetries and beam position 

249 The light distribution on the photocathode has been simulated for a grid scan of 4 x 4 

250 beam positions with 10 5 electrons per position, assuming equal reflectivities for all channel 

251 walls. Figure [3(a) depicts the light yield on the photocathode for electrons entering the 

252 Cherenkov section at a fixed y-position and four different x-positions. The y-position of 

253 the beam, indicated by the white dots in Figure [7(a), translates directly to the z-position 

254 in the readout plane of the photodetector. A clear correlation between the light pattern 

255 and the beam position can be observed in these simulations. If this correlation persists 

256 in real data, it could potentially be a very useful tool both in a testbeam experiment for 

257 tuning the simulation and studying the detector properties in detail, as well as in the 

258 final polarimeter for monitoring the alignment and the Compton edge position during 

259 data-taking without the need for expensive dedicated calibration beam time. 
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260 In order to pursue this idea further, the light pattern is quantified in terms of the asym- 

261 metries in Figures E(b,c), which are calculated from the light intensities for scans in the 

262 x- and z-directions, respectively. For each beam position the corresponding asymmetries 

263 are defined as 



I+-I~ J+-J: 

A 1 X ± X j A ± Z ± Z 

Arr = -j — — and J\ 



Ix ~\~Ix Iz ~^~Iz 

264 where 1+ (1+) corresponds to the intensity in the right (upper) half of a channel and I~ 

265 to the intensity in the left (lower) half, respectively. 

266 These asymmetries have an approximately linear dependence on the beam position. 

267 Figure Ulb) shows a slight variation of the slope of A x depending on the y position of the 

268 beam, while in Figure Wis) the same A z is observed for all x positions. This behavior is 

269 expected since the active length of the channels increases with y due to the 45° angle of 

270 the mirrors. 



271 2.5 Reflectivity measurements 

272 When choosing the detector materials, different qualities of aluminium have been con- 

273 sidered, primarily with regard to their reflectivity, but also concerning smoothness and 

274 mechanical stability. 

275 Reflectivity measurements of small aluminium probes (blocks, sheets, and sub mm-foils) 

276 of different quality have been performed with a modified transmission spectrometer |14j . 

277 The path of the measurement beam inside the spectrometer has been changed such that 

278 it reflects off four small blocks instead of passing through the probe material, as shown 

279 in Figure [S^a). One photomultiplier detects the previously splitted reference and mea- 

280 surement beams and thus provides a measure of how much light is reflected by the four 

281 blocks' surfaces with respect to the reference beam. 

282 Figure E^b) shows measurements of the reflectivity as a function of the wavelength between 

283 A = 160 nm and 600 nm for diamond- milled aluminium blocks and for a sample of rolled 

284 aluminium foil purchased from GoodFellcwH. In both cases the reflectivity rises at low 

285 wavelengths up to A ~ 250 nm and is approximately constant at larger wavelengths. For 

286 the diamond-milled blocks, the reflectivity reaches -Rdiam ~ 85% in the plateau region, 

287 which is in good agreement with [15]. This material is employed for the mirrors at the ends 

288 of the U-base, where the reflection occurs approximately under 45° as in the spectrometer. 

289 Therefore these measured values have been implemented in the simulation. 

290 In case of the rolled foil, the measured plateau value of -R ro n ~ 40% is low, but still in the 

291 range of reflectivities observed for not perfectly smooth surfaces [T5|. However it is not 

292 directly applicable to the situation in the prototype for several reaons: To start with, the 

3 GoodFellow GmbH, Germany; Aluminium foil: AL000601 (thickness: 0.15 mm, purity: 99.0%, 
hardness: hard) 
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293 reflections on the channel walls occur predominantly under shallow angles (0ch = 3°). 

294 Furthermore, any light not following the path expected for an ideal reflector, be it due to 

295 a finite size of the specular reflection highlight or due to a diffuse reflection component, 

296 will lead to an immediate intensity loss in the spectrometer, while it still has a high 

297 probability to reach the photodetector at end of the channel in the prototype. Therefore 

298 the absolute scale of the spectrometer measurements is considered as a lower limit for the 

299 effective reflectivity of the inter-channel wall. The wavelength dependency observed in 

300 the spectrometer measurements is taken into account in the simulation, but the overall 

301 ratio r = R^n/Rdiam is a parameter which is varied between 50% and 100% as extreme 

302 cases, and which ultimately needs to be determined from prototype data. In particular, it 

303 can be determined from the detector response as function of the beam position if enough 

304 position scans with sufficient beam quality are available. This is illustrated in Figure [H(a), 

305 where simulated beam position scans for different values for r exhibit different slopes of 

306 the plateau region towards the inter-channel wall. Figure Mjo) shows measurements of this 

307 slope for both detector channels. The different absolute values of the slopes observed for 

308 the left and right channel are due to residual misalignment (c.f. Section H~3"|) . Comparisons 

309 with a simulation including the misalignment suggest a realistic value of r of approximately 

310 85%, which was used in further simulations. 

311 3 Construction of the Prototype 

312 The channel dimensions of the prototype were chosen to match the design criteria dis- 

313 cussed in section 12.11 The length of the U-base relevant for the emission of Cherenkov 

314 radiation from traversing electrons is 150 mm and the height of the two U-legs is 100 mm. 

315 A quadratic cross section of 8.5 x 8.5 mm 2 has been chosen to match the cathode geom- 

316 etry of two square multi-anode photomultipliers. Section 13.11 gives further details of the 

317 employed photodetectors and their characteristics. 

318 The size of the outer box is 230 x 90 x 150mm 3 (LxWxH) allowing for easy accomodation 

319 of the channel structure. Parts of the technical drawing, e.g. the channel structure and 

320 its placement inside the box, are shown in Figure [TUJ 

321 Perfluorobutane was chosen as Cherenkov gas due to its high Cherenkov threshold of 

322 about 10 MeV for electrons. In addition it is neither flammable, nor explosive, contrary 

323 to propane or isobutane. The 10 mm thick aluminium lid of the box holds an electronic 

324 pressure gauge suited for remote read-out. The entrance and exit windows for the electron 

325 beam consist of 0.5 mm thin aluminium sheets. 

326 All mountings for LEDs, photodetectors and windows have been designed to be gas- and 

327 light-tight, as well as easily exchangeable. 

328 3.1 Photodetectors and their mountings 

329 The hind U-leg can be equipped with four different types of photodetectors, which are 

330 listed in Table [2] along with some of their characteristics. They differ in geometry (square 
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331 versus round) and the number of anode pads as illustrated in Figure [TT] Their gains 

332 are in the order of 10 6 with wavelength thresholds between 160 nm and 300 nm and their 

333 response times range from 6.5ns to 28ns. In case of the square multi-anode photodetectors 

334 (MAPMs), one quadrant of their cathodes exactly matches one detector channel. Thus, 

335 both detector channels can be read out simultaneously by the same photodetector. 

336 While the round single-anode photodetectors (SAPMs) are inserted into their respec- 

337 tive mountings using appropriate O-ring seals, the MAPMs need to be glued into their 

338 mountings. Epoxy resin mixed with black paint was used as glue to ensure gas- and also 

339 light-tightness. The mountings themselves were manufactured from poly-oxy-methylene 

340 (POM) for electrical insulation. They provide for three different photodetector positions 

341 relative to the detector channels as depicted in Figure [12j In addition, both MAPM 

342 mountings can be rotated by 180° for systematic studies. 

343 3.2 LED calibration system 

344 The front U-leg of the detector serves for calibration purposes and is equipped with one 

345 LED per channel. The LEDs have a peak wavelength of 470 nm (HLMP-CB30-NRG, 

346 Agilent Technologies [16]) and are glued into their mounting structure using epoxy resin. 

347 As shown in Figure [121 two slender 18 mm long POM tubes encase the LEDs to ensure 

348 that the light from one LED does not enter the neighbouring channel through a small slit 

349 in the inter-channel wall necessary for gas circulation. A temperature sensor is placed in 

350 between the two POM tubes to allow for temperature monitoring. 

351 The LEDs and the temperature sensor are fixed in a mounting which has been designed 

352 to be easily exchangeable, because the prototype will serve in the future as a test bed for 

353 a suitable calibration system which is currently under development. 

354 3.3 Additional components 

355 Two small, light-tight boxes protect the MAPMs and their electrical bases. A rotation 

356 mechanism on a plastic base plate allows to adjust the detector's horizontal tilt about the 

357 y-axis in reproducible steps of 0.125° between a y = ±3.0°. The fixed rotational axis lies 

358 in the center of the front U-leg as illustrated in Figure fTOTb). 

359 4 Beam Tests at the ELSA Accelerator 

360 Beam tests with the prototype detector were performed in an external beam line at ELSA. 

361 The ELektronen-Stretcher-Anlage (ELSA) is an electron accelerator consisting of three 

362 stages: injector LINACs, a booster synchrotron and the stretcher ring [T7] . A beam of 

363 polarised or unpolarised electrons of variable energy up to 3.5 GeV can be stored and used 

364 for various experiments in different beam line areas around the storage ring. The stretcher 

365 ring has a circumference of 164.4 m corresponding to a time of 548 ns for one revolution. 

366 The ELSA beam is structured by the RF frequency of 500 MHz. Of 274 buckets in total, 

367 a variable fraction can be filled. As an example, Figure O shows the fill structure for four 

368 revolutions of 548 ns for a partially filled ELSA accelerator. 
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369 4.1 Setup and pedestal stability 



370 During the testbeam period, ELSA was operated in booster mode with the electrons being 

371 injected at an energy of 1.2 GeV and subsequently accelerated to 2.0 GeV. The machine 

372 cycle is 5.1s with an extraction time of 4.0 s and the beam can be focussed to a spot size 

373 of about 1mm. The extraction current is adjustable from approximately 10 pA to 200 pA 

374 leading to respectively 35 to 700 electrons traversing the detector per ELSA revolution. 

375 In comparison, up to 250 electrons per bunch crossing are expected in the most populated 

376 channel of a polar imeter Cherenkov detector at the ILC. 

377 The beam clock signal was used to provide the gate for the QDC (charge sensitive analog- 

378 to-digital converter), as illustrated in the block diagram of the readout chain in Figure [TBI 

379 The gate width was adjusted between 100 ns and 480 ns to integrate over the filled part 

380 of one ELSA revolution. 

381 The detector was filled with the Cherenkov gas C4F 10 at a slight overpressure of about 

382 140 mbar. This overpressure remained stable although frequent changes to the setup 

383 prevented a monitoring of the gas pressure for continuous time periods longer than two 

384 weeks. Figure [16] shows the Cherenkov detector set up in one of the ELSA external 

385 beam lines, directly behind a dipole magnet bending the electrons by ~ 7.5° towards 

386 a downstream beam dump. The detector was mounted on its base plate (black) and 

387 additionally affixed to a stage moveable along the x- and y-axis. The two angles, a x and 

388 a z , had to be adjusted using a water-level. 

389 The filled grey histogram in Figure [171(a) depicts the QDC response with no bias voltage 

390 applied to the photodetector (pedestal) and without ELSA operation, while the open 

391 histograms show the QDC response for a bias voltage of 400V applied to the photodetector 

392 (dark current). The dark (light) colour corresponds to the case without (with) beam 

393 circulating in ELSA. All three histograms are normalised to the same number of entries. 

394 Both, the photodetector dark current and the accelerator operation, lead to a slight 

395 broadening of the pedestal peak, but its position remains stable. This is illustrated 

396 further by Figure [T7Tb) which shows again a dark current signal (filled grey histogram) 

397 recorded while beam was circulating in ELSA, and, in addition, Cherenkov signals for 

398 three different extraction currents (open coloured histograms). Besides the beam signals, 

399 each open histogram features a small peak coinciding with the pedestal position because 

400 the data taking continued during the 1.1 s of filling and acceleration. This provides the 

401 opportunity to monitor the pedestal stability continuously during beam operation. The 

402 relative areas of beam signal and pedestal peaks reflect the 4: 1 ratio defined by the 5.1 s- 

403 periodic cycle of extraction and refill/acceleration times. Longterm monitoring showed 

404 that the pedestal position remained stable within 1 QDC count, which fulfills the ILC 

405 requirements. All following Figures show pedestal-subtracted signals. 

406 4.2 Online alignment and channel response function 

407 The alignment of the detector with respect to the electron beam line was obtained from 

408 beam data. By moving the detector stage, the incident beam position on the entrance 
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409 window was scanned in horizontal (x) and vertical (y) directions. The adjustment proce- 

410 dure requires one vertical scan for each detector channel and a series of horizontal scans 

411 across both channels for different tilt angles shown in Figure ITBI 

412 When the detector is tilted, the electrons will not have the full channel length to produce 

413 Cherenkov light. The maximal signal for any given x position of the beam will be smaller 

414 than for a perfectly aligned detector 0. For each tilt angle, the beam x position resulting 

415 in the highest signal is determined as displayed in Figure [THJ With this procedure, the 

416 best alignment of the detector with respect to the beam line was obtained for a tilt angle 

417 of a y = 1.33° with a very small statistical uncertainty of 0.03°. Due to the step size 

418 of the rotation mechanism, this value was approximated to a° = 1.35° for all following 

419 measurements. 

420 Measurements of the detector response as function of the horizontal beam entry position 

421 were performed with the single-anode photomultiplier R7400U-06 and with the 2x2 multi- 

422 anode photomultiplier (R7600U-03-M4) positioned on the detector channels as illustrated 

423 in Figure IT27 c). Figure [P97 a) shows for the latter case the results of an x-scan across 

424 both detector channels. Two Gaussian fits indicate the respective channel centres to 

425 be at x r jght = (7.4 ± 0.1) mm and xi G f t = (16.4 ± 0.1) mm, leading to a distance of 

426 Ax = (9.0 ±0.2) mm. This agrees with the nominal distance between the channel centres 

427 of Ax nom = 8.8 mm, given by the width of one channel and the inter-channel wall. 

428 Figure ITQT b) shows x-scan data for the single-anode photomultiplier, where a broad 

429 plateau is observed. The width of the signal region is determined from two sigmoidal 

430 fits to the edges of the plateau. At 50% of the plateau height, this width is found to 

431 be w = (9.4 ± 0.3) mm, where the error is dominated by the table position accuracy. 

432 This value is significantly larger than expected from the physical channel width and from 

433 Monte-Carlo simulations. Understanding the channel response function to the precision 

434 level required for the ILC will need further data with more stable beam conditions than 

435 available from the 2009 campaign. 

436 The impact of the beam conditions becomes evident by comparing the observed channel 

437 reponse functions from [19] with the corresponding photographs of a fluorescent screen 

438 placed on the detector entrance window: Figure 1207 a) shows a very elongated beam spot 

439 observed at the time the MAPM data were recorded (Fig. IT9T a)). which explains the 

440 absence of any plateau in the detector response. The significantly smaller and nearly 

441 round beam spot shown in Figure l2"UT b) was achieved during data taking with the SAPM 

442 (Fig.HSfb)). 

443 4.3 Alignment via spatial asymmetries 

444 The anode of the 8x8 multi-anode photomultiplier (R7600-00-M64) is finely segmented 

445 with 16 anode pads covering a single Cherenkov channel, thus offering spatial resolution 

446 within a detector channel. Since two QDC channels were broken, only six channels were 

4 Due to the channel geometry, this holds for all tilt angles larger than 0.027°. 
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available to realise the readout configuration illustrated in Figure [2TJ The numbers indi- 
cate the QDC channel utilised to read out the sum signal of either four or eight anode 
pads of the photodetector. 

Figure [22] shows the results of (a) an x-scan across both detector channels and (b) the 
corresponding |/-scan across the left channel. As expected, the signals in QDC channels 2 
and 3 are about twice as large as in the other channels since eight instead of only four 
anode pads are grouped together. The asymmetric response reflects the incident beam 
position. For each QDC channel, the largest signal is observed when the beam enters on 
the opposite side of the detector channel. This confirms the prediction of one glancing 
angle reflection for most of the photons obtained from M C simulations (c.f. Section 12.31 
and El| ■ 

For a more detailed comparison of the responses of the different anode segments, the same 
data are displayed again in Figure [231 scaled and mirrored to correct for the two above 
effects. Possible reasons for the remaining shape and amplitude differences comprise gain 
variations between the pads and residual detector misalignment. 

The vertical beam scan data have been used to calibrate the relative gain variations 
between the different groups of anodes. After applying these calibrations to the horizontal 
beam scans, two x- asymmetries, A l ° wer and A x p)per , are calculated from the four anode 
groups QDC 4 to QDC 7 (c.f. Figure [21]): 



A l 0wer = QDC 5 - QDC 4 , upper = QDC 6 - QDC 7 

x QDC 5 + QDC 4 x QDC 6 + QDC 7 



The resulting asymmetries are displayed in Figure I2~47 a). together with the expectation 
from simulation assuming residual tilts of a x = 0.2° and a y = —0.2° and a reflectivity ratio 
of r = 85%. The error bars on the data points correspond to the remaining gain differences 
between the anode pads. Uncertainties which are in common between the different pads 
cancel out within the asymmetries. The error bands on the simulated curves are obtained 
by varying a y by ±0.1° in the simulation. A similar variation of a x has no visible impact 
on A x . Figure I2"47 b) shows A ° wer and A^ pper for the other detector channel, read-out 
by the neighboring quadrant of the 8x8 MAPM@, compared to the simulation using 
exactly the same parameters as before. The obtained precision of ±0.1° is very close to 
the requirements for the ILC, which shows that in principle the light distribution inside 
a channel can be understood to sufficient precision. But due to the extremely limited 
number of datasets with good beam conditions (c.f. Section 14. 2p no further independent 
beam scan is available from the 2009 data-taking period at ELSA. Therefore further data- 
taking will be needed for conclusive statements on the use of multi-anode photodetectors 
in ILC polarimeters. 



5 Due to the two broken QDC channels, these data could not be taken simultaneously, but stem from 
a subsequent run after changing the readout combination of anode segments at the QDC. 
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481 5 Conclusions 



482 At a future e + e~ linear collider, Compton polarimeters will be employed to measure the 

483 beam polarisation to a precision of 5V/V = 0.25%, using Cherenkov detectors to register 

484 the scattered Compton electrons. 

485 A compact two channel prototype detector has been designed and constructed such that 

486 it will allow nearly all aspects of the final detector to be studied. In particular, it has 

487 been designed for easy exchange of the photodetectors and the calibration light source, 

488 but also the inter-channel wall could be exchanged in order to test different materials for 

489 a final detector. 

490 The prototype has been operated successfully in a first testbeam campaign using four dif- 

491 ferent photodetectors. The dynamic range of the detector and the pedestal stability fulfill 

492 the ILC requirements. The measurements have been compared to a detailed simulation 

493 of the prototype and several alignment methods have been tested. 

494 In particular, a method to extract intra-channel beam position information has been 

495 developed, which could possibly allow to calibrate the Compton edge position without 

496 need for dedicated beam-time. Furthermore, the detector response has been studied as a 

497 function of the beam position. This will lead to a determination of each channel's response 

498 function which is important in order to control systematic effects on the final polarisation 

499 measurements. 

500 In the future it is planned to use this prototype to compare different photodetectors and 

501 wall materials as well as to establish a calibration to the permille level as required for the 

502 ILC. 
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Table 1 : The reflectivities of diamond-milled quality aluminium -Rdiam o,nd of rolled qual- 
ity aluminium R ro ii as determined with the PerkinElmer spectrometer and implemented 
in the Geant4 simulation. For the rolled aluminium, only the wavelength dependency 
is transfered to the simulation, while the absolute normalisation is adjusted to prototype 
data. 



photodetector 


sensitive area 


wavelength 


typical 


response 


anode 


types 


in [mm 2 ] 


range [nm] 


gain 


time 


pads 


R7600U-03-M4 ( a ) 


18.0 x 18.0 


185 - 600 


1.8 ■ 10 6 


11.0 ns 


4 


R7600-00-M64 ^ 


18.1 x 18.1 


300 - 600 


0.3 -10 6 


13.4 ns 


64 


R7400U-06(03) ( a ) 


= 8 mm 


160(185) - 600 


0.7 -10 6 


6.5 ns 


1 


XP1911/UV W 


= 15 mm 


200 - 600 


0.9 -10 6 


28.0 ns 


1 



Photodetector from: (a) HAMAMATSU, (b) Photonis. 



Table 2: Key characteristics of the four different photomultipliers from Hamamatsu 
and Photonis JHEf- The two MAP Ms (R7600U-03-M4 and R7600-00-M64) have a 
quadratic cross-section of similar size, but differ in the number of anodes and in their 
wavelength range. The two SAPMs (R7400U-03 and R7400U-06) differ m the size of 
their sensitive areas and slightly in wavelength range. 
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Figure 1: (a) Illustration of a Cherenkov detector for ILC polarimetry, here for better 
visibility with eight instead of the actually forseen 20 readout channels; and (b) sketch of 
one such gas-filled aluminium channel. 



Figure 2: Event display of the 
2-channel prototype simulation: 
The electron beam (red) passes 
from left to right through the U- 
base of the aluminium tubes filled 
with perfluorobutane, C4F10, and 
emits Cherenkov photons (green). 
These are reflected upwards to a 
photodetector mounted on the hind 
U-leg. The channels are separated 
by a thin foil (light grey). 
Due to a surrounding gas-filled box 
(not shown), Cherenkov radiation 
can also be emitted before/after 
the electron beam enters/exits the 
aluminium tubes, but it cannot 
reach the photodetector. 
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Figure 3: Average number of photons reaching the photocathode per 2 GeV electron: 
(a) with equal reflectivities for all channel walls and (b) with a reduced reflectivity of the 
inter-channel wall (r = 50%). 
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Figure 4 : Cherenkov spectra: (a) at the photocathode (dotted line) and (b) convoluted 
with the quantum efficiency (Q.E.) of the 2x2 MAPM (R7600U-03-M4), see the insert 
in (a). The convoluted spectrum is also superimposed in (a) as the solid line. 
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_4 -3 -2 -1 +1 +2 +3 +4 -4 -3 -2 -1 +1 +2 +3 +4 

(a) x t mm ] (b) x t mm ] 

Figure 5: Light distribution on the photocathode: (a) with equal reflectivities for all 
channel walls, (b) with a reduced reflectivity for the inter-channel wall at x = —4.25 mm. 
The white dot indicates the channel centre; the intensity scale ranges from 40% to 100%. 



(a) photons emitted in the horizontal/vertical plane 





Figure 6: Sketches of possible light paths for electrons traversing the channel along the 
central axis and the Cherenkov angle of the chosen gas (0ch = 3°). The channel aspect 
ratio has been enlarged by a factor of 4 for better visibility. 

(a) Photons emitted in the horizontal/vertical plane illuminate the entire channel width at 
the photocathode, while (b) photons emitted towards the channel corners only illuminate 
half the channel width. The 90° reflection at the end of the U-base (indicated by the 
vertical dashed line ) has no influence on the symmetry of the distribution. 
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(b) x t mm ] ( c ) z t mm ] 

Figure 7: (a) Simulated light yield at the photocathode for a horizontal beam position 
scan at y = +2.55 mm and equal reflectivities for all channel walls. The asymmetries 
have been calculated respectively from horizontal and vertical scans using 10 5 electrons for 
each beam position: (b) A x asymmetry for different z-positions and (c) A z asymmetry for 
different x-positions. 

The beam y-position translates directly to the z-position in the readout plane (white dots). 
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X [nm] 

Figure 8: (a) Photograph of the interior of the modified PerkinElmer transmission 
spectrometer with the indicated paths of the reference beam (top) and the measurement 
beam (bottom), (b) Measured reflectivities of diamond-milled aluminium (upper line) and 
of rolled aluminium (lower line). 




Figure 9: (a) Simulations with different percentages of the inter-channel wall reflectivity 
w.r.t. to the other walls' reflectivities lead to different plateau shapes, (b) A comparison 
with data allows to determine the inter- channel wall reflectivity to be R ro ii = (85% ± 
2%) • Rdiam under glancing angle. 
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(a) ^ (b) 

Figure 10: Parts of a technical drawing for the assembly of the prototype: (a) the box 
base body, already including the channel structure (b) of two parallel U-shaped channels. 
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(a) M4: 2x2 MAPM (b) M64: 8x8 MAPM (c) R7400U (d) XP1911/UV 

Figure 11: Anode schemes of the different multi- and single-anode photomultiplier 
types, in correct relative scaling. 
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(a) upper position (b) middle position (c) lower position 

Figure 12: Different positions of the MAPMs (grey) on the detector channels (hatched) 




Figure 13: Calibration LEDs covered by POM tubes. 



Einstellung der ELSA-Fuellstruktur (Injektionsschema) 

- ELSA Strom ( Maximal wertz.Z. 15.093 mA) ANALYSE: TV: 15.300 % TV- Umlaut: 46.240 
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Figure 15: Block diagram of the readout chain as realised during the testbeam period. 
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Figure 17: Data recorded with the 2x2 MAPM (R7600U-03-M4): 

(a) QDC response without bias voltage applied to the photodetector (pedestal) and with 
400 V applied (dark current), both without and with beam circulating in ELSA. 

(b) Cherenkov signals increase with increasing electron beam current, while the pedestal 
position remains stable. The 4: 1 area ratio between the beam signal peak and the pedestal 
of each open histogram corresponds to the beam extraction cycle of 4s: Is. 




o max. signal per scan 
(different tilt angles) 

Fit: a™ x = (1.33+/-0.03) c 

* adjusted to a y = 1 .35° 
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Figure 18: Detector alignment with the 2x2 MAPM (bias voltage 860 V): The tilt 
in the (x, z)-plane is determined from x-scans for six different tilt angles. An additional 
measurement for the adjusted tilt of a y = 1.35° is also displayed. 
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Figure 19: Results from x-scans for two different types of photomultipliers: 
(a) the 2x2 MAPM (R7600U-03-M4, bias voltage 860 V), (b) the SAPM (R7400U-06, 
bias voltage 300 V). The absolute x-values correspond to different stage zero-positions; 
only the relative values are relevant. 




(a) larger, elongated beam spot (b) smaller, nearly round beam spot 

Figure 20: Two beam spot shapes observed at ELS A when (a) the data in Fig. UWa) and 

(b) the data in Fig.\W(b) were recorded. The dimensions of the spots are approximately 
4x2 mm for the elongated shape in (a) and 1.5x2 mm for the rounder shape in (b). 
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Figure 21 : Readout configuration for the 8x8 MAPM: The anode pads are depicted as 
grey squares; the readout channels as numbered white rectangles. 
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Figure 22: Beam postion scan data recorded with the 8x8 MAPM (bias voltage 500 V^: 
(a) x-scan across both channels and (b) y-scan on the left channel. 
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Figure 23: Different visualisation of the position scan data presented in Figure 12E with 
the emphasis on shape and amplitude differences: (a) x-scan data and (b) y-scan data. 
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Figure 24-' Asymmetries calculated from the position scan data sets recorded with the 
8x8 MAPM. (a) A x for QDC-pairings 4 + 5 and 6 + 7 on the left detector channel from 
the same data as used in Fig [23 (b) A x on the right detector channel from a subseguent 
run. In addition simulated asymmetries for a x = 0.2° and a y = —0.2° are shown for both 
channels. The error bands correspond to a variation of a y by ±0.1°. 
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